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Background
Over the past several years, there has been newly emer-
ging and overlapping fields of research investigating CSF
pressure and flow pulsatility (CSFp), and cerebral blood
flow (CBF). It is not known whether CSFp is merely a
passive epiphenomena or alternatively, plays a physiolo-
gically significant role in cerebral compliance and blood
flow. Thus, the relationship between CSFp and CBF is
not clearly understood. In order to study the effect of
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novel method and device for controlling (i.e., reducing
or augmenting) pulsatility.
Materials and methods
In 15 canine subjects, a small (0.3-3.0cc), custom-made
polyurethane bladder was surgically implanted in either
the cranial or spinal epidural space such that it would
alter the underlying CSF space. CSFp were controlled
via an oscillating air pump gated to the cardiac cycle
timed to deflate (ICP reduction) or inflate (ICP augmen-
tation) during systole. Measures for ICP (fiberoptic
probes) and CBF (laser-Doppler and thermal diffusion
probes, microsphere injection, and SPECT-Tc-99) were
obtained intra-operatively under different acute and
chronic conditions.
Results
CSPp reduction or augmentation was successfully
achieved via cardiac-gated oscillation of a bladder
device. Alteration of ICP-waveform was global and
measured remotely on the contralateral side and with
device activation in the spinal space. Under specific
inflation cycles and physiological conditions, operation
of the system increased CBF up to 15 mL/min*100gm,
or by as much as 40%. Mean systemic pressure, cardiac
output, and mean ICP did not significantly change with
system activation.
Conclusions
We have developed a method of altering CSF pressure
pulsatility using cardiac-gated oscillating bladder which
dynamically alters CSF space volume. The ability of the
system to increase CBF without affecting cerebral perfu-
sion pressure (MAP or ICP) suggests it may work
through alteration of cerebrovascular compliance and
impedance. Understanding the effect of CSFp on cranial
compliance may ultimately allow a new therapy for
increasing blood flow in acute and chronic states, includ-
ing hydrocephalus, where CBF and CSFp are abnormal.
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